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ELEKTRONSKI UREDAJI VEBBOTONAINOG SISTEMA
Verbotonalni sistem koji polazi od percepcije kao osnovne karike u komu-
nikacionom lancu razvio je ne samo funkcionalne testove, tj. ljudski glas kao
kriterij za osjetljivost na visine, vei je i elektronici postavio zadatak da izradi
uredaje koji ie moii izvriiti prenos govora u funkciji najbolje percepcije go-
vornih glasova.
Smatrajudi da je ljudski glas najvaZniji element koji treba da se u komu-
nikacionom lancu prenosi sugovorniku, taj sistem je zahtijevao da se izrade
uredaji za liminarna i supraliminarna ispitivanja sluha i opienito percepcije
pomoiu ljudskog govora, a ne pomoiu nekih analognih formi kao Sto su disti
ton, Sum ili slidno, koje mi spekulacijom na bazi analiza identificiramo s ljud-
skim glasom ne poznavajudi zapravo joS ni do danas Sto je bitno u ljudskom
glasu da on bude ljudski glas.
Iskustva s aparatima sloZenim za ispitivanje percepcije pokazala su da se
isti aparati zami5ljeni za ispitivanje mogu uz male modifikacije koristiti za
rehabilitaciju. Iskustva su dalje pokazala i dokazala da lica o5teiena sluha
(narodito lica s perceptivnom gluhoiom) najbolje razumiju govor ako se on
prenosi preko podrudja koja su ostala najmanje o5teiena; elektronidki uretlaji
verbotonalnog sistema treba da omoguie bogat izbor ogranidenih i neograni-
denih podrudja u kontinuiranoj i diskontinuiranoj formi sa stanoviSta frekven-
cija, amplitude i vremena transmisije.
Druga je opasnost, o kojoj je verbotonalni sistem vodio raiuna, da opet
na3om spekulacijom ne smatramo da je patolo5ki slu5ni sistem u stvari ampu-
tirani zdravi sluSni sistem (za kojeg, takoder, iskreno redeno ne znamo jo$
tadno kako funkcionira). PatoloSki slu5ni sistem ima svoju vlastitu strukturu
i o tome treba uvijek voditi raduna.
Zbog toga elektronidki uredaji verbotonalnog sistema uz linearne akustidke
karakteristike treba da posjeduju i moguinosti modificiranja transmisijskog
kanala,.te moguinosti eliminiranja raznih frekvencijskih podrudja i da vr5e
promjene koje normalnom zdravom slu5nom sistemu izgledaju deformacije i
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srnanjene informacije. Kod teiko oSteienog dovjedjeg optimalnog transmisij-
skog sistema zvudnih informacija, tj. sluSnog sistema, jo5 uvijek zvudne infor-
macije glasa dovjek moZe percipirati ditavim svojim tijelom. Zbog toga uredaji
verbotonalnog sistema imaju, takoder, rnoguinosti da prenesu uz niske frek-
ve'ncije i vrlo niske (infrazvudne) jer je na te frekvencije ljudsko tijelo najvi5e
osjetljivo.
Vremenski slijed pristizanja pojedinih podruija frekvencija u informaciji,
takocler, je od velike vaZnosti da bi patolo5ki slu5ni sist€m mogao integrirati
i strukturirati emitiranu informaciju tako da uredaji moraju imati mogu6nost
kontroliranja i tog parametra.
Sada bih ukratko opisao aparature s tehnidkog aspekta na Sto moguie
pristupadniji nadin.
Verbotonalni audiometar je aparat pomoiu kojeg se ispituje sluh na frek-
vencije govornih glasova. Audiometar se sastoji od dva dijela: izvora zvuka i
mjernog aparata.
Izvor zvuka je obidno magnetofonska vrpca koja reproducira prethodno
snimljeni tekst koji sad.rZi glasove govora (logatome) propuStene kroz ogra-
nidena frekvencijska podrudja. Ti su logatomi izabrani tako da pokrivaju go-
tovo ditav frekvencijski spektar ljudskog glasa.
Izvor zvuka povezan je s mjernim aparatom, tj. sa dva atenuatora od kojih
jedan guSi do 10 decibela (po 1 decibel), a drugi do 100 decibela (po 10 decibela).
Prema srednjoj vrijednosti praga normalnog sluha odretluje se tzv. nulti nivo.
\ierbotonaini audiogram osobe o3teiena sluha pokazuje nam time razlike osjet-
l;ivosti izmeelu patoloSkog i normalnog uha prema kompleksnim frekvencijama
govornih glasova.
SIMG I je aparat koji omoguiava stvaranje optimalnog sluSnog polja koje
je narodito tipidno za velika o5tedenja sluSnog sistema. Aparat pojadava frek-
vencije glasa 15 oktava potev5i od 0,5 Hz. S tehnidkog gledi5ta SUVAG I je
pojadalo koje se sastoji od izmjenidno vezanih istosmjernih pojadala. Cjelokupno
pojadanje iznosi otprilike 75 db. Izlazna snaga oko 200 mW.
U cilju pojadanja snage sluZimo se izlaznim pojadalom vezanim na izlaz
SUVAG L Ovo dodatno pojadalo sluZi:
a) za grupni rad u razredu
b) za rad s vibratorom
c) za rad s filterima,
jer izmetlu ta dva aparata mogu se ukljuditi nisko propusni filtri koji imaju
slijedeie granidne fr.ekvencije: 600 Hz, 1000 Hz, 2000 Hz i 3000 Hz. Moguie je
mijenjati strmine gu5enja filtera.
SUVAG II je aparat koji omoguiuje postizan-ie optimalnih slu5nih polja
koja odgovaraju narodito potrebama nagluhih. Sluianjem govora preko opti-
malnog. polja, dobivenog pomoiu aparata, vr5i se rehabilitacija i ostvaruje se
poboljSanje razumliivosti. Ovaj fenomen moZe ostati trajno i kod sluianja
prel.-o golog uha. U druglrn sludajevima aparat se pokazao kao narodito ko-
ristan za odreelivanje individualne sluSne proteze. Zvudne karakteristike pro-
teza pode-{avaju se u funkciji karakteristika koje nakon rehabilitacije omogu-
iavajtr patolo5kom uhu nz.ibolje slu5anje. S tehniikog glediSta SUVAQ, II se
sastoji od pretpojaiala, izlaznog pojadala, meilupojadala i sistema filteca. Na
pretpojadalo se prikljuduje mikrofon ili magnetofon.
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Tri medupojadala napajaju filtere. Svako od tih pojadala ima vlastitu re-
gulaciju nivoa. Filteri su slijedeiih tipova: pojasni, niskopropusni i visokopro-
pusni. Karakteristidne frekvencije su 75, 150, 300, 600, 1000, 2000, 3000, 4000,
6t|00 i 8000 Hz. Postoji moguinost neovisnog modificiranja strmine gu5enja
filtera, jednih kontinuirano, a drugih za .po 6, 12, L8, 28 i 60 db po oktavi.
Buduii da je moguce, zahvaljujuci sklopu meclupojadala i filtera, istovre-
nreno ukljuditi detiri razna tipa filtera sa detiri razlidita nivoa, ovaj aparat
pruZa moguinost sinteze velikog broja frekventnih karakteristika. Maksimalna
snaga je otprilike 10 W na izlaznim impedancijama od 2 do 200 Ohma.
SUVAG-LINGUA je elektronski aparat pomoiu kojeg se moZe modificirati
frekventna karakteristika akustidkog lanca izmedu govornika i slu5aoca (emi-
sija-percepcija) na takav nadin da se postignu optimalna frekventna podrudja.
Ovaj aparat upotrebljava se u naudnim laboratorijama i Skolama za korekciju
niana govora i za ispravno sluSanje glasova stranog jezika.
Pedagogu iz stranih jezika taj je aparat tehnidko pomagalo pomoiu kojeg
omoguiuje tlaku da uodi razlike u fonemima stranog i svog materinjeg jezika.
Tako se omoguiava elaku da preko optimalnog frekventnog podrudja duje is-
pravno odrecleni fonem stranog jezika i da ga nakon toga i sam ispravno iz-
g<.rvori. Osim moguinosti odabiranja optimalnih frekventnih podrudja, koja
rnogu biti frekventno diskontinuirana ili kontinuirana, aparat ima mogudnosti
da slulaocu-daku prenese samo ritam govora (niske frekvencije) i da -stimu-
lira* claka preko tog vaZnog jezidnog faktora.
Karakteristike: u tehnidkom pogledu Suvag-Lingua se sastoji iz
1. pretpojadala,
2. nisko propusnih, visoko propusnih i oktavnih filtera,
3. pojadala sumiranja i izlaznog pojadala.
Na pretpojadalo se mogu prikljuditi dinamidki mikrofon, kao i magnetofon.
Pretpojadalo napaja niz oktavnih nisko i visoko propusnih filtera koji se po
Zelji mogu ukljuditi u elektroakustidki lanac. Istovremeno se mogu ukljuditi
jedan, dva ili vile filtera. Odgovarajuiim potenciometrom svakog filtera nje-
govo se djelovanje po Zelji moZe poveiati ili smanjiti. Filte/sko djelovanje
moZe se ponijtiti u potpunosti ili djelomidno jednim posebnim potenciometrom
koji propulta ditav frekventni spektar pojaiala. Upotrebom nekoliko neovis-
nih filtera, koji se svaki za sebe dade regulirati i ukljuditi u pojadalo, ovim se
aparatom moZe postiii velik broj raznolikih frekventnih karakteristika. Izlazi
fiitera spojeni su na pojadalo sumiranja i preko jednog potenciometra kojim
se regulira ukupna glasnoia, napaja se izlazno pojadalo. Na izlazno pojadalo
mogu se prikljuditi zvuinik, jedna ili vi5e sluSalica, tako da ovaj aparat mo/e
siuZiti za individualan rad, kao i za rad u grupi odnosno laboratoriji.
Proteza za teSko gluhe osobe. Na principima gore izloZenih aparata izradena
'ie prenosna tranzistoripirana proteza iija frekventna karakteristika s pretpo-
jadalom ide od I Hz do 28 kHz. Snaga proteze je 4 W vr$no za rad s vibra-
torom. Uvjet izrade te proteze bila je izrada pogodnog malenog, a dovoljno
snaZnog vibratora. S obzirom da je ta ptoteza u toku ispitivanja, o njoj bih
vam detaljnije govorio drugom prilikom. Na kraju stedenih iskustava u re-
edukacij,i izraduju se i neki novi aparati. Aparati i sistem evoluiraju. Metlutim,
ako su ovi do sada izradeni aparati pomogli gluhim osobama, a narodito djeci,
trud se isplatio i elektronika je zasluZila pohvalu koju smo juder duli od druga
Jurasa.
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THE ELECTRONIC APPARATUSES OF THE VERBOTONAL SYSTEM
SUMMARY
The verbotonal system which starts from perception as the fundamental
link in the communication chain, has developed not only functional tests (the
human voice as the criterion for the sensitiveness of high pitches) but has also
entrusted the engineering branch with the task of const'ructing electronic ap-
paratuses which wilt be able to carry out the transmission of speech in the
function of the best perception of speech sounds. As the verbotonal system has
proved that persons with impaired hearing (especially persons with perceptual
deafness) understand speech best if it is transferred by way of the regions that
have remained optimum to the damaged ear, the electronic apparatuses of the
verbotonal system should enable a rich selection of limited frequencies of the
regions in continued and discontinued form fiom the viewpoint of frequency'
time and intensity.
To that end the electronic apparatuses of the verbotonal system besides
l:near accoustic characteristics should also possess possibilities of linear mo-
,difications of the transmission channel and possibilities of eliminating various
frequency zones.
The verbotonal system has further stressed the importance of bodily con-
ciuctivity of sound of the human voice, which can also be verified by percep-
.tion. Consequently apparatuses of the verbotonal system have the possibility of
transmitting very low pitches (also infra sonoruous) and low pitches, because
the human body reacts most to those very frequencies.
In the discussion there is a description of the apparatuses which have been
censtructed according to the requirements of the verbotonal system as 1) Ver-
botonal audiometry 2) Infrasound amplifier 3) A description of the technical
rL'alisation is given which make possible a) the elimination of individual
fi-equency regions b) the use of individual frequency regions and their com-
bined use c) simultaneous discontinuity in time, frequencies and intensity.
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